Endovascular treatment of intracranial aneurysms: Past and present

Dongming Liang
Department of Neurosurgery, Sun Yet-sen Memorial Hospital, Guangzhou, China

Intracranial aneurysms are common in stroke and, once rupturing, will cause disaster to patients. Nowadays, endovascular treatment has become a routine to reduce the risk of intracranial aneurysms rupture. Successive endovascular methods, like balloon-assisted coiling, stent-assisted coiling, and flow diversion, have become new choices for doctors. More and more doctors have been entering this field. Understanding the current general situation is crucial for more medical workers to learn the endovascular treatment of intracranial aneurysms. In the past, many devices and ideas about the treatment of intracranial aneurysms appeared. Although developing unceasingly, endovascular treatment still has some deficiencies to overcome. The advantages and drawbacks of current endovascular methods are discussed.

Keywords Stroke, Intracranial aneurysm, Endovascular procedures, Angioplasty

INTRODUCTION

Intracranial aneurysms

Intracranial aneurysm is a crucial disease that tremendously burdens families and health systems. Despite geographical locations or ethnicity, the non-comorbidity overall prevalence of unruptured intracranial aneurysms (UIAs) is approximately 3-5% in the population. UIAs are more prevalent in women than in men and there are no differences in age, except for the under 30 years patients. Once intracranial aneurysms rupture, subarachnoid hemorrhage often occurs in the brain. According to a recent prospective observational study, based on current treatment guidelines, patients with aneurysmal subarachnoid hemorrhage have a 5-year mortality of 29%, and just 64% of these patients were alive without disabilities at a 5-years follow-up. Nevertheless, with the development of medical techniques, the case fatality of aneurysmal subarachnoid hemorrhage has been declining. According to a meta-analysis of 33 articles, case fatality has decreased by around 23% between 1972 to 2003.

Neurosurgical treatment and endovascular treatment

There are two types of treatment: neurosurgical treatment and endovascular treatment...
Endovascular treatment of intracranial aneurysms

(EVT) (Fig. 1). Surgical clipping was once considered as the gold standard; however, with the appearance and prevalence of alternative endovascular treatment, the status of surgical clipping is challenged. Nevertheless, surgical clipping is still a safe and effective method to treat aneurysms. Endovascular treatment also has many disadvantages, such as recanalization, bleeding during the operation. Especially in the treatment of complex intracranial aneurysms, endovascular therapy has many limitations. In postoperative patients with UIAs, its mortality is around 1-3%, and its rate of unfavorable outcomes (including death) is around 7%.40 and some claim that in low-risk cases, microsurgical treatment is a preferential choice.29

In 1990, the first endovascular device appeared in clinical practices20 and it is gradually becoming prevalent compared with neurosurgical treatment.7-34 A meta-analysis,44 including 5,044 patients with UIAs from 71 studies, showed that EVT-associated mortality is around 2%, and the rate of unfavorable outcomes (including death) is around 4.8%.

Since the introduction of this new method in clinical use, many studies compared neurosurgical and endovascular treatments. In the field of aneurysms' rupture, the International Subarachnoid Aneurysm Trial (ISAT) of neurosurgical clipping versus endovascular coiling started as early as 1994.38-40 The ISAT randomly assigned 2143 patients with ruptured intracranial aneurysms to neurosurgical clipping (n=1070) or endovascular coiling (n=1073). Two months after treatments, 26.1% of patients who were allocated to EVT and 36.9% of patients who were allocated to neurosurgery were known to be dead or dependent (relative risk=0.71). One year after treatments, 23.5% of patients who were allocated to EVT and 30.9% of patients who were allocated to neurosurgery were known to be dead or dependent (relative risk=0.76). Among the patients who were allocated to EVT or neurosurgery, case fatality rates in the first years were around 8% and 10%, respectively. Furthermore, it seems that there were more likely deaths allocated to neurosurgery than EVT within the first seven years. Both risks of late rebleeding are low, though the risk is more common after EVT. In 2015, a follow-up article39 of the ISAT concluded that the ten years' possibility of disability-free survival was significantly higher in the EVT group compared with that in the neurosurgical group. In 2013, a meta-analysis on ruptured intracranial aneurysms30 that included 11,568 patients from 27 studies, concluded that EVT generates a better clinical outcome than neurosurgical treatment, and that EVT leads to a higher risk of rebleeding. In 2018, a systematic review on aneurysmal subarachnoid hemorrhage23 that included 2,458 patients from 4 randomized controlled trials, concluded that if the aneurysm is suitable for both EVT and neurosurgical clipping, EVT is associated with a better outcome. In the field of UIAs, some studies were carried out simultaneously and a recent meta-analysis1 that included 106,433 patients from 144 studies about UIAs, concluded that among patients allocated to EVT or neurosurgery, the risks of procedural clinical complications (including death) were 4.96% and 8.34%, respectively. However, the case-fatality

![Neurosurgical Clipping](image1)

**Neurosurgical Clipping**

A special metal clip to block the intracranial aneurysm and cerebral circulation

![Endovascular Coiling](image2)

**Endovascular Coiling**

A spring coil was placed in the intracranial aneurysm body

**Fig. 1.** Comparison of neurosurgical clipping and endovascular coiling.
rates of both were similar (0.3% and 0.1%, respectively).

It seems that EVT is the best choice for patients with UIAs or ruptured aneurysms; however, it is still a complicated procedure for clinical strategy, especially for patients with UIAs who face the decision of whether to choose conservative management or interventional treatment. Some studies suggested that most UIAs do not rupture.\(^{75}\) Moreover, a study\(^{27}\) sent questionnaires to patients with UIAs who received preventive treatments (including EVT and neurosurgical treatment) and found that some patients suffered a reduction in life satisfaction during the post-treatment recovery period. Approximately 19% of the patients did not recover to preintervention functioning, and approximately 22% of the patients who were employed before aneurysm treatments cannot work like before. However, risk factors for aneurysm rupture should be considered, especially independent risk factors, including age, hypertension, history of subarachnoid hemorrhage, aneurysm size and location, and geographical region.\(^{19}\) Some risk factors for aneurysm rupture, such as smoking, a family history of intracranial aneurysms, genetic factors, aneurysm shape or morphology, and the direction of blood flow into the aneurysm, are also important.\(^{14}\) Before EVT, factors associated with complications from EVT, female, diabetes, hyperlipidemia, cardiac comorbidity, wide aneurysm neck, posterior circulation aneurysm, stent-assisted coiling, and stenting, should be considered.\(^{1}\) Meanwhile, patients’ thoughts and anxiety are worthy of consideration, and therefore, it is important to individualize treatments.

**COILING EMBOLIZATION IN EVT**

**Coil system overview**

Traditional EVT is a procedure which involves putting coils into intracranial aneurysms. To achieve this procedure, operators use a catheter with a small diameter to deliver coils. When coils arrive at the aneurysms, they will be released and packed. In the first reported endovascular treatment, operators used electrolytically detachable coils, which are made of platinum and depend on the electrolytic detachment method.\(^{20}\) Then with the development of EVT, more advanced materials, designs, and detachment methods appeared.

One of the most prevalent materials is platinum-based material. This marvel material performs well, overwhelming the use of other metal materials. Due to their chemical stability, platinum-based materials rarely corrode in physiological environments or cause allergic reactions. They can be made into 25 m size material, while also maintaining a similar mechanical strength. Furthermore, platinum can be clearly seen in X-ray images during an operation because of its radiopacity.\(^{76}\) Unlike magnetic metals, platinum can be carried into magnetic resonance imaging (MRI) devices, which brings convenience to patients.

Regarding the structure, due to the fragility of the aneurysm wall, coils should be soft enough and decently increase the Intrasaccular pressure. Meanwhile, the structure should keep stiff facing the blood flow to prevent recanalization. Many coils are designed to improve embolism outcomes by promoting blood coagulation or increasing packing densities.\(^{78}\)

Electrolytic detachment has some drawbacks. For example, time spending is uncertain, and sometimes detachment needs several attempts to succeed. Moreover, gas generated from electrolysis may cause clot formation; however, the appearance of hydraulic and mechanical detachments has solved these annoying problems.

**Bare coils and bioactive coils**

The primary coil system, also known as Guglielmi detachable coil (GDC), is a typical coil. A study\(^{66}\) that followed 141 aneurysms in 130 patients who were treated with GDC between January 1995 and August 1999 showed that occlusion rates after six months or longer were 100% for 61%, more than 95% for 22%, and less than 95% for 17%. Just one recurrence occurred on the 6-month follow-up angiogram. However, another study\(^{52}\) that followed 501 aneurysms in 466 patients who were treated with GDC between August 1992 to May 2002 showed that the rate of complete occlusion after 12
months is 38.3%, and the rate of recurrences is 33.6%. In 2013, a meta-analysis\(^{55}\) from 104 studies that included 22,134 aneurysms treated with bare coils, concluded that the overall unfavorable angiographic outcome rate was 17.8% (the unfavorable angiographic outcome is defined as any degree of recurrence).

Various materials, such as polyglycolic acid (PGA), polyactic-co-glycolic acid (PLGA), nylon, or expandable hydrogel, have been applied to improve occlusion rates and avoid recurrence. These newer coils are called bioactive coils.

Nevertheless, the appearance of these named bioactive coils caused huge controversy due to their availability on the market without valid clinical trials.\(^{52,53}\) A study that performed a systematic review of the literature from 2002 to 2007 reported the following statement regarding the products: “illustrates the failure of the industry, the regulatory authorities, and the neuro-interventional community combined to provide a reliable and prudent approach to the introduction of new devices.”\(^{74}\)

In 2008 and 2011, two reports\(^{72,73}\) on a hydrogel coil trial indicated that hydrogel coils are safe and lower major recurrence, but whether they improve long-term clinical outcomes was not clear. In 2008, a trial\(^{68}\) about Nexus coils (coils with PGLA microfilament threads) showed that PGLA has no effect on reducing recurrence. In 2013, a meta-analysis\(^{54}\) from 82 studies between 1999 and 2011, claimed that coil type does not significantly affect angiographic follow-up outcomes. Besides, bioactive coils may induce headache and fever due to their inflammatory effects.\(^{63}\)

However, new bioactive coils have been evolving. In 2016, a meta-analysis\(^{9}\) that included 2168 patients of 5 randomized clinical trials between 2011 and 2014, showed that bioactive coils have a high rate of a complete aneurysm occlusion and a reduced the rate of residual neck aneurysms in the mid-term when compared with bare coiling. Nevertheless, a recent 5-year follow-up randomized trial that included 580 patients compared the effectiveness of bioactive coils (Matrix2) to bare coils and showed that there is no significant difference between bioactive coils and bare coils.\(^{36}\)

### Other filling materials

While coil is prevalent among filling materials, it also has disadvantages. Volumetric ratio (coil/aneurysmal volume) is a crucial index that may determine the possibility of recanalization.\(^{64,67}\) Although it is entirely possible to fill the aneurysm, the volumetric ratios of coils are less than 37%.\(^{49}\) However, with the help of balloon-assisted or stent-assisted coiling, the risk of coil protrusion dramatically decreased. Nevertheless, it makes the procedure more time-consuming.

In 2006, an experimental endovascular treatment used a liquid material called thermoreversible gelation polymer and succeeded.\(^{62}\) Then, other hydrogel embolic materials proved their effectiveness in vitro.\(^{3,4,50,51}\) No clinical trial has assessed the practicability of hydrogel materials, though hydrogel material is considered a promising material.\(^{27}\)

In 2015, a study assessed two new devices, called the coil-in-shell and the gel-in-shell, in porcine sidewall aneurysms.\(^{37}\) The devices comprise coils or hydrogel surrounded by a shell composed of hyaluronic acid and polyurethane copolymer. They performed well in minimizing aneurysm recurrence. This study suggested that coil-in-shell or gel-in-shell depends on the stimulation of tissue coverage at the neck rather than a complete initial occlusion which can eventually facilitate aneurysm occlusion and neointimal healing.

### STENT-ASSISTED COILING

There are some limitations in coiling without stent assistance, such as the recanalization high risk, the slow neointimal healing, and the crucial drawback that cannot be performed in complex aneurysms, especially in wide-necked aneurysms due to the high risk of coil protrusion.

The initial use of stent was aimed at preventing coil out from aneurysms. In early 2000, a technical note\(^{16}\) showed the application of stents in the treatment of intracranial aneurysms. Then, some stents for intracranial aneurysms were introduced into clinical practice.
The common materials of the stent for aneurysms are nickel-titanium alloys (nitinol), cobalt-based alloys, and stainless-steel alloys. Generally, self-expandable stents use nickel-titanium alloys, while balloon-expandable stents use cobalt-based and stainless-steel alloys. There are three types of stent cell structures: open-cell stents, closed-cell stents, and half-open cell stents. Generally, open-cell or half-open cell stents are more flexible than closed-cell stents (Fig. 2A–E).

There are two major methods to perform stent-assisted coiling: trans-cell coiling and jailed coiling. In trans-cell coiling, operators first release a stent to seal the neck of the aneurysm, then pass a microcatheter through the stent wall and insert the microcatheter into the aneurysm. In jailed coiling, operators first insert a microcatheter into the aneurysm, then release a stent to seal the neck of aneurysms and jail the microcatheter.

The use of stents remains controversial. Some studies claimed that stent-assisted coiling results in a significant decrease in angiographic recurrences. However, one study showed no significant difference in long-term angiographic outcomes with or without stents. The other problem is associated with complications. A study showed that among patients treated by EVT with and without stents, the risks of permanent neurological procedure-related complications were 7.4% and 3.8%, respectively. Another study indicated that stent-assisted coiling morbidity is higher than that of coiling without stents. In 2016, a meta-analysis that included 4,294 patients with aneurysms from 16 studies, showed that stent-assisted coiling has a higher long-term angiographic occlusion rate and a lower recurrence rate compared with those of coiling without stents. Meanwhile, the rate of overall complications is not significantly different between the two methods, while ischemic strokes were more common in stent-assisted coiling. In 2019, a meta-analysis that included 1,408 patients with aneurysms from 8 studies indicated...
that there is a need of further research to determine if stent-assisted coiling increases the risk of unfavorable clinical outcomes.\textsuperscript{77}

\section*{BALLOON-ASSISTED COILING}

Since the introduction of GDC into clinical practice, optimally releasing, and packing coils into complex aneurysms during the procedure, remain a problem. Stent-assisted coiling seems to be a proper method, but it remains an additional permanent device in the vessel, making patients take antiplatelet agents for a long time which brings a danger of extracranial bleeding during the period of dual antiplatelet therapy.\textsuperscript{11} Furthermore, compared with balloon-assisted coiling, the stent structure with cells may more likely bring a danger of coil protrusion during procedures, leading to ischemic stroke.\textsuperscript{9}

In the neurointerventional field, the balloon was first used to treat a traumatic carotid-cavernous fistula.\textsuperscript{57} Years after the appearance of GDC, operators started to use the balloon to assist coiling.\textsuperscript{314243} Before releasing coils, the balloon will be deployed in front of the aneurysm neck. It helps operators release and more efficiently pack coils into the aneurysm. Furthermore, operators can release more coils to improve the volumetric ratio without worrying about coil protrusion. After thorough packing of coils, operators remove the balloon to ensure that there is no device left in the vessel. The balloon can also be used as a rescue measure to remodel the coil once a coil protrusion happens\textsuperscript{28} and to temporarily occlude the parent artery once the aneurysm ruptures during the procedure. Operators can perform better and reduce the time of the entire procedure with the assistance of the balloon in the treatment of complex aneurysms, which can decrease the risk of time-related complications. A cerebral vasospasm is a significant effect that leads to delayed cerebral ischemia and is a contributor to death after subarachnoid hemorrhage.\textsuperscript{3561} The balloon also plays a crucial role in the endovascular treatment of a cerebral vasospasm\textsuperscript{23} (Fig. 2F).

In 2006, a study\textsuperscript{60} that included 827 patients with intracranial aneurysms between 1995 and 2005, showed that balloon-assisted coiling has a significantly higher procedure-related complication rate than that of unassisted coiling (14.1\% versus 3\%) and that it has no improvement in the occlusion rate. However, a 2008 meta-analysis\textsuperscript{58} showed that balloon-assisted coiling has no significant difference in thromboembolic events or iatrogenic ruptures with unassisted coiling and that it has a higher occlusion rate at initial and follow-up angiographic outcomes. Two studies\textsuperscript{4647} showed that for both ruptured and unruptured aneurysms, balloon-assisted coiling has a similar morbidity and mortality rates compared with those of unassisted coiling. One\textsuperscript{46} of the two studies showed that balloon-assisted coiling has a relatively higher complete occlusion rate for ruptured aneurysms than that of unassisted coiling.

In 2016, a meta-analysis\textsuperscript{70} that included 1,173 patients from 10 studies compared clinical outcomes of stent-assisted coiling and balloon-assisted coiling. The two groups had no significant difference in the initial complete occlusion and retreatment rates. However, patients treated by stent-assisted coiling showed a higher complete occlusion rate at six months or later. Moreover, there was no significant difference in the procedure-related complication rates.

\section*{FLOW DIVERTER}

The appearance of flow diverter had overturned the traditional concept of intracranial aneurysms treatment. In 2001, the first use of overlapping stents to treat intracranial aneurysms without any coils, was reported.\textsuperscript{5} It brought a possibility that intracranial aneurysms can be treated by changing hemodynamics though the absence of stuff packed into aneurysms. In 2007, the first intraluminal flow diverter device, the Pipeline Neuroendovascular Device, was applied to treat intracranial aneurysms\textsuperscript{25} (Fig. 2G). Then, more types of devices were introduced into clinical practice.

Depending on their high level of metal coverage rate,
flow diverters change the intra-aneurysmal hemodynamics. With the help of a flow diverter, more blood that initially flowed into aneurysms flows through the parent artery, and therefore, aneurysms will be gradually occluded due to flow stasis. Although traditional stents can also change the intra-aneurysmal hemodynamics, their effects on flow dynamics, including velocity vectors at the neck, maximum wall shear stress, inflow rate into the aneurysm, and turnover time, are significantly lower than those of a flow diverter. Moreover, the flow diverter can promote thrombus formation in aneurysms due to its materials and its small mesh that allows platelet into aneurysms which hinders platelet from escaping. Compared with traditional methods, the application of flow diverters has dramatically reduced difficulty and increased efficiency, especially in the treatment of giant aneurysms or other challenging aneurysms. Though the main character of flow diverters is more metal coverage, overlapping two flow diverters does not seem to be better than using one in aneurysmal flow reduction.

In 2013, a meta-analysis that included 1,654 patients with aneurysms who were treated by flow diverter from 29 studies, showed that the complete occlusion rate was 76% for all aneurysms and 76% for giant aneurysms at six months. Furthermore, the procedure-related permanent morbidity rate was 5%, and the procedure-related mortality rate was 4%. In 2015, a retrospective study that included 906 patients with aneurysms treated by flow diverter, showed a neurologic morbidity rate of 7.4% and a neurologic mortality rate of 3.8% (the median follow-up was 19.3 months). In 2019, a prospective cohort study that included 477 patients with aneurysms treated by flow diverter, showed that the complete occlusion rate is 68.4% at 12 months, the permanent-related serious event rate is 5.9% and the mortality rate is 1.2%. Noteworthy, all three studies indicated that the complication rate is higher in the treatment of posterior circulation aneurysms and giant aneurysms.

The intraluminal flow diverter performs well in complex aneurysms, but its flow-diverting hemodynamic effect depends on the parent artery context. Once the parent artery context of the aneurysm is complex, including tortuous or bifurcated arteries, the intraluminal flow diverter may not work, and can even cause a procedure-related ischemic stroke.

The flow diverter that was deployed within the aneurysm was designed to solve these problems. One typical intrasaccular flow diverter is the Woven EndoBridge device (WEB) (Fig. 2H). The WEB device has more metal coverage at the aneurysm neck (the coverage increases centripetally, ranging from 55% to 100%), providing a higher level of hemodynamic effect. Moreover, WEB-treated patients do not require dual antiplatelet therapy.

A retrospective study that included 48 patients with ruptured aneurysms and treated by WEB showed that the complete occlusion rate is 61.5%, the adequate occlusion rate is 92.3%, the recurrence rate is 38.5%, and the mortality rate is 6.3%. A systematic review that included 377 patients with ruptured aneurysms from 9 studies concluded that the complete occlusion rate is 56.4%, the adequate occlusion rate is 84.8%, the retreatment rate is 4.5%, and the mortality rate is 13.6%. The two studies indicated that the risk of mortality is unneglectable in WEB-treated patients.

**CONCLUSIONS**

Though we can assess the effectiveness and safety of different treatments through various study outcomes, we also need to pay more attention to the characteristics of the intracranial aneurysm. These characteristics, such as aneurysm status (ruptured or not), and aneurysm location and morphology, also affect clinical outcomes, and operators will have to choose different methods according to the characteristics of the intracranial aneurysm. Furthermore, the experience of operators and perioperative management also plays a crucial role in the whole treatment procedure.

From neurosurgical clipping to endovascular coiling, endovascular coiling to stent-assisted or balloon-assisted coiling, and stent-assisted or balloon-assisted coiling to flow diversion treatment, patients with intracranial aneurysms have more opportunities to choose a more...
suitable strategy. Maybe, soon patients will not have to suffer rupture of intracranial aneurysms and face the risk of procedure-related complications.

Disclosure
The authors report no conflict of interest concerning the materials or methods used in this study or the findings specified in this paper.

REFERENCES


42. Moret J, Cognard C, Weill A, Castaings L, Rey A. The "remodelling technique" in the treatment of wide neck intracranial


64. Tamatani S, Ito Y, Abe H, Koike T, Takeuchi S, Tanaka R.


68. van Rooij WJ, de Gast AN, Sluzewski M. Results of 101 aneurysms treated with polyglycolic/polyactic acid microfilament nexus coils compared with historical controls treated with standard coils. AJNR Am J Neuroradiol. 2008 May;29(5):991-6.


